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— RS /Technical Parameters
B S #5i&R /Model UVCC200 80W
5hF R~F/Dimensions 560*560%660mm
£ /Volume 1oL
EE/Weight 22kg
IhZ/Power 80W
MINHEE/Input Voltage 220-240V~
$51% /Frequency 50-60Hz
JABT{R$P/Fuse Protection 5A, 250V~
&3 AR /Disinfection Method 253.7 nm ££5M&/UVC
T {EiREESEE/Operating Temperature Range 10-30°C
FRRESEE/Storage Temperature Range -20-60°C
IF 5 /8 B SE Bl /Ambient Humidity Range 10%-90%
HEERKINE B LE R ARG,
FE{ASMERFIRGO/ The risk group of
£KIME R BELE/UV Risk Group ultraviolet radiation in the
disinfection chamber is RG3, and the
outside of the chamber is RGO

= ZEH)RE[E/Structure
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= FERRZRIE /Product Installation

o RKAIMERZSHE /Preparation and inspection before installation:
1 REMESIESMSE . BARAESHERIRI0ERLL LS ARRETT -
The installation position must be more than 30cm away from gas appliances, electric heating appliances or other heat sources,
or separated by board.
2. RERIDIRERRBUIBESRETEE, NMIEMETHERMENL.
Before installation, the strength and surface flatness of the installation place must be checked, and the skew and dislocation of
the chamber door should not appear.
3. NRETHBAZIEHEENMT.
It should be installed in the place that can bear the weight of the chamber.
4 ZEMFEREEMAESBENEI T REENRER, BILEBINEE.
When installing, carefully check other factors that may cause the chamber to have malfunctions or accidents.
5. MERMANSRIE, HERBRAE.
Impulse current is about 5 amperes, please check electrical capacity.
6. RIEFNET 2 E BB VREB T 2T R HRIE=IE.

When installing, please fully consider the operating space that the chamber door can be fully opened.




o E&/WARNING:

1B EE, BEEBTIRS
IERRER 5| & BN FE L/ Please
ground reliably so as not to cause
electrical shock accidents caused by
poor grounding.

2. NHAERBBIRE, &
BT 6 | EERR SARES S A5k
E3R /It should be installed by
country’s certified electrician, and
the wiring should meet the IEE
electrical standard or local special
requirements.

3. WMIERAATRIEF, NfEH
FEARFEMIAIHIF / The handle on
both sides of the chamber should be
used when moving instead of the

door handle.

HE{A R % [E E /R = [El/Diagram of chamber installation and fixation

Remove the screw
in the middle above
the back plate of the
chamber, and then -
use this screw to tighten the attachment
plate in the original screw hole.
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WE/AE
Ground/Table-board

i¥/Note: HEER]

RS VR

A RII— &

E Wi FF IR/ Make sure to disconnect the power

supply before you move the disinfection chamber.

P9 {5 A 2BA/ Instructions for use

o EHIEE/Scope of application:
FHl. B, BIHEEFERYIARE/Non-medical use. Hard surface of non-medical products

o fEMEEZEIN/Precautions for Use
1. EF RSN T B IR/ Tear off the cover film before use;
2. FEHRI R EIE B ISR _EHIFLE /Remove the ties on the shelf before use;
3. HBEIEPMFITHHE], XM EBIEFX/In the process of disinfection, If you need to open the door, the power

switch must be off;

4. @R TREMFEEREMIBIVVETEZRG R, MREVENIREERER, MR ETEEE—IR/The UV light cannot

reach the contact part between the item's lower surface and the tray. If the bottom of the item needs to be completely disinfected,

please flip the item up and down once;

5. NHEEFEATAREEFH R/ Not recommended for the food without package.
o YIMIZMERIN;EEF 7 R/Requirements for object placement and disinfection plan

1. MG S5 KTE Z B E DRFFS0ENK
HIEER, FRIEHHENYRNE
N REEHRINL IR E]/Keep a
distance of at least 50 mm between
the object and the lamp tube, and
make sure every surface of the object
is exposed to ultraviolet light;

2. IBAEER, BYRZEER
Fr60Z K A _ERYIBIBR/ Objects
should not be stacked, and a gap of
more than 60 mm should be
maintained between the objects;

3. NFREhE AR AR AR H A
N HEFER /Do not put wet
objects or object with spilled liquids
into the disinfection chamber;

4. MEBYHE 7 RN ERYIREE
BT XNEFBNRRG R
FiHEATE, FNATR/The
disinfection scheme of objects should
be based on the quantity and size of
the objects and choose the
corresponding placing plan and
disinfection time. See the right table
for details.

R o
mENK | MERS | ENE | gy | MEER
. . ; Disinfection . Object
Object Type | Object Size . Precautions
Time Placement
K& | 400mm*350mm i
Two big objects *120mm 10 53 /min
MRESITEE
71>
A » 50mfn/ Keep
I 50mm*| 50mm o the objects at
One small 3 53§/ min
. *150mm least 50mm away
object
from the lamp
tube
AN =
—ANK&E | 400mm*350mm )
One big object *320mm 10 53 h/min
YIS Z B AR )
mIEE KT EE A
B NF60mm/
N o i
S 150mmI 35mm . Keep the objects
Several small 10 43$#/min at least 60mm
) *120mm
objects away from the

lamp tube. Keep
the same distance
between objects




o IFHIHEFEEREWT/Normal disinfection procedures are as follows

1. %€ HRiR IR SL B 147 /Make sure the power plug is plugged properly;

2. IRBHSHE R RRIEIESHNF RAEHER B A MIZHTT 0/ Select the appropriate scheme according to the
disinfection recommendation table to determine the disinfection time and the way of placing objects;

3. FTFFHEI TIE SN EEE, %277 B EIERMIF4 &/ Open the chamber door, put the objects into the disinfection chamber,
and place the objects according to the scheme;

4. % k7], $FTFIIERIEFFX/Close the door and turn on the power switch;

5. %171 _ LR E BT 2R HERIE E RIRTEI4S, FFERIEE/Turn the timer on the door to the selected time slot to start disinfection;

6. IEHBUREF A LIRL EMNRZEIHESI AR KRITE, EREATLUEL] ERENEEZESERNNREER, ¥
IWETBATEMEE L (BNEEBTEREEIIE, THFIEOERIMNMEIBHSFIEEME) /During the disinfection process,
the remaining time of the disinfection process can be seen through the timer. At the same time, the specific situation in the
disinfection chamber can be seen through the perspective window on the door to confirm that all the lamps are working functionally
(the perspective window can completely isolate ultraviolet radiation, and there is no need to worry that ultraviolet radiation will
penetrate the perspective window);

7. FERRAE, BNEFRIELEER/ When the timer returns to zero, the whole disinfection process is finished;

8. BN M RIFHE]. HATLUERZ 1T R —IRiEE/Take out the objects and close the chamber door, and prepare for the

next disinfection.

o KTEMFEAIE/Solution to the lamp tube breakage

A—KEBIMER, NEBRI0SH, LENNE EFEMLMER, REFRHEHRE, TR LN EDLESHITR
2 4bF2/In case of accidental breakage of the lamp tube, it should be ventilated for 30 minutes first. Please remove the debris
with gloves, put it in a sealed plastic bag and take it to a local waste disposal site for safe disposal.

T FEEZFET/CAUTIONS
& &/ WARNING: Gy Risk GROUP 3

WARNING UV-C emitted from this product. Avoid eye and skin exposure to
unshielded product. Follow installation instructions and user manual.

T KRR HUV-CRIMR. B % WY B 2R T E B ™
R RIS F M

1 BAWV-CRTHE B ANIZATHRTERZ~RIE~RALTESBEET. ARGEN/HFRRENNASESF
/Products are not intended and shall not be used in applications or activities which may cause death, personal injury and/or damage to
the environment.

2. AW-CHmAER THEETHRMAET B, MRAHER, e RN AR S ERABER A ARE/Products
not designed and/or intended to be used to disinfect medical devices or for medical purposes; Signify excludes any and all liability for
any such improper use.

3. A fh &k HAJUV-CEIMEEL IEERIPRYIRIT %, MRBEAEW-CEIMNET, SIRAOKKER™ERGAERE, R
HWEIRERBIAL M IE/ The UV-C of this product is much stronger than normal sunlight. If you're exposed to UV-C light, it will cause
a severe sunburn on your skin, which can also damage your retina.

4. i —EgRTRIAOE A, B4R/ S i RHCET 8] 5 58 7EUV-C4R 81 TS Al e S IR F0/ 3 % 8 /Plants and/or materials that are
exposed to UV-C and/or ozone for a long time may become damaged and/or discolored.

5 A EFREYSR, WHE. HEFYMm, BMNEHSERESE. N CAHMEMHEXIRE 13/Do not put valuables, such as
calligraphy and painting, antiques, etc. into the disinfection chamber for disinfection. Signify is not responsible for any related damages.
6. )LENZRIEE, DUMBRENAIUESE. FERA siSEYIMNIEEE/Children should be supervised to ensure that
they do not play with the appliance. And do not put people, animals or plants in the chamber.

7. ERAEBBERS TITFE IR TN HE X BITRENEINEKTE /It is strictly prohibited to open the chamber door and
press the two door control switches to forcibly start the UV lamp tube.

8. WA\ R IFI 1/a A BE#1TIEE %1€/ The door must be closed and ensured before disinfection.

9. B FREYNIE T SR IME KT E R H P E/Hard objects are prohibited to collide with the UV lamp tube and its shade.

10. IR LEIMEATERIR, MBI KFIHEELTE (TUV 16W FAM/10X25BOX) /If the UV lamp is damaged, it must be replaced
with the Philips lamp tube.(TUV 16W FAM/10X25BOX).

1. 15 R I FE R HE B RSAL E B R S35 2% AU1H B2/ Please use the socket with rated current above 5A and with reliable
grounding wire.

12. iR AYRERE, MRBIREHUF, ATERER, LHAFERS, HEEIRSAEMEBITHNE N ASERR/ The power
cord is Y-type connection. If the supply cord is damaged, it must be replaced by the manufacturer, its service agent or similarly
qualified persons in order to avoid a hazard.

13. NEEAE RSP LM ARSI EIFEREBRZMETE L LR S (NBIBHIRTF) , NIZBEMFIEER,
HiBHE A GZFHITHE/If it is found that the light emitted by the ultraviolet light tube can be seen directly through without any
object (such as glass brocken, etc.), the operation shall be stopped immediately and inform professional maintenance service.



14 MAEFEAIEFHIARERR (MRESK, B, BE, BEF) NIZBREEIREX, HFEBHMELASRETHZ/
it is found that abnormal smell, high temperature on the housing, noise and smoke), plug must be disconnected and inform
professional maintenance service.

5. 1F7IFAEIREMEIE, WIERFIERSEEEIRIFAIE WA FRIEE/ Do not disassemble and repair without permission.
It must be repaired by the manufacturer or its maintenance department and other similar professionals.
16. IS HBIE IR B EK P X HFHEMBIK /Do not immerse the disinfection chamber in water or spray water on it.
17. 55, ¥MRNEEEYIZE L/ Objects shall be placed on the tray when doing disinfection.
18. ILHBEFAEA T HiF. BREIENENTHEHRZLEMARMAS (BIF/LE) £H, RIEFMNEHEEFAIIILHE
SHEMERHITIEEZHIES . The appliance is not intended for use by persons (including children) with reduced physical, sensory
or mental capabilities, or lack of experience and knowledge, unless they have been given supervision or instruction concerning use of
the appliance by a person responsible for their safety.

7~ #IP5{RF/Maintenance

« ANEFFFE{RMEZK /Do not spray water on the chamber.
o KT E M1 = 2234 7K /Do not let water in the vicinity of lamp holder.
JSTEL—BAHES. 4, EREEE, TUEMEEZYR/Once the lamp is dirty or foggy, it should be cleaned immediately,
otherwise it will affect the disinfection effect .
TEUEIP/EIEIITES, EWTH/Power off during maintenance or cleaning.
L3P/ EERT, B2 A BFEYEEIL /When maintenance or cleaning, open the door completely, then take out the shelf.
SEEEREWERE, ERRMEEKED, BRXIARE/ When cleaning high reflection aluminum liner, please use soft cloth or
towel to avoid scratching the surface.
SN HBIERUREEMEE. TEIVERBSFISEET. EERTHEFNEEN, HEEEETTEKE/ External:
the chamber can be cleaned with a wet towel. Strong solvents or detergents are not recommended. But neutral mild cleaners are
recommended, no residual cleaners after cleaning.
*RER: FZBE (AF R MIREMEZEAEE. TEAEAZIIMNITE LEEBUASURA L E M. X RSB~ mKIR
/Interior: clean the interior walls with ethanol (reagent grade) and soft towel. Be careful not to spray or apply chemicals directly on
the UV lamp tube. This may damage the product.

B IR IR BB EE K1 TIRFF4E 3/ Please maintain in strict accordance with the above requirements.

+ #BEATE/Troubleshooting

HER R AEERE L% HEER AREFRA 23875 %
Fault Phenomenon | Possible Causes |Processing Method Fault Phenomenon | Possible Causes | Processing Method
g g
BIRIEA R TS EEHEATIEL KTEZL BRARZHE
Is the power plug plugged T RIB I HEIMETI R IIE Aging lamp tube Contact dealer
Plug in again . e =
properly Failed to pass UV dose R E R IE 1%L AR IE M
- ficati . )
p—— T verification Incorrect operation Follow the instructions
- Check the power supply correctly
The socket is dead line
HEERIE ITRABXEF X
Disinfection chamber does | The door is not closed Close the door
not work N . N
BLIRFFKIRAT I FTF IR X j \ }Z{ﬁ;ﬁ
The power is not turned on| Turn on the power switch
EEER T B IR (1 E{EF/Only for China)
The internal components of BREZEE
the disinfection chamber Contact dealer . ) — -
are damaged PR E YR A AR K
&R HREH ) AR
I The lamp tube is damaged Contact dealer S Yy K i AN | ZIRICR | % K
BEFMETTE R Py (Pb) (Hg) (cd) [(crovn) | (PBB) (PBDE)
Some lamp tubes do not SEBIIR b (0] (0] (@] @] 0] 0
The drive is damaged Contact dealer N
work e BEGEE WA ) o o e} o o
) #t ES ”
i s BT o o o o o o
Internal wiring problems Contact dealer T
ol s 2 E i AR
HBIERBRE S HREBIE ik ° ° ° ° ° °
Peculiar smell in the The chamber s ;ot clean Clean the disinfection EIEE# © © © © © ©
disinfection chamber " chamber Eeliis ° o o o & o
wmiemany | HBERETEHA LS X ° ° ° ° °
Atl)n::maﬁeacinm\of The internal components of BREZEE 4 &) &) ° ° © °
. i S disinfection chamber are Contact dealer g o X o o o o
disinfection chamber
damaged AAHEHATST/T 11364 10HLE Fith]
O: RN A HWIAE LI A B TPEH R ) & B ATEGB/T 2657288 IR B ZR LU .
S =E A O L SR S e S 2 5= B2 (4 43 4T
HBELHMERRAR | HBENMITHIHTE o X B AT TR A>T B PR o 2 FAGBT 26572407 IR AR
The disinfection chamber |The internal components of HARZHS —
emits smoke or burning disinfection chamber are Contact dealer S
smell damaged

E: BIMRATEUARERBFFYMFIRB U E SR G ARLIE. EZERFERITE CEXME.

Note: UV lamp and ballast should be handled according to local laws and regulations. For more information, please visit Signify website.
https://www.lighting.philips.com/main/products/uv-disinfection/object



