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LIMITED PRODUCT WARRANTY 
Stratagene warrants to the original purchaser that this product is free from defects in workmanship or 
materials for a period of one (1) year from the date of purchase, as indicated on the original invoice, 
under normal use.  
 
The sole and exclusive remedy under this limited warranty is repair or replacement of defective 
products or parts thereof. Repair or replacement products or parts thereof will be furnished solely on 
an exchange basis and are obtainable only by the original purchaser. The original purchaser shall 
return the defective product, or part thereof, properly packaged, postage or shipping costs prepaid to 
Stratagene. Loss or damage during shipment shall be at the risk of the purchaser.  
 
This limited warranty does not include repair or replacement necessitated by accident, neglect, 
misuse, relocation, unauthorized repair or modification of the product. 
 
THE ABOVE LIMITED WARRANTY IS THE SOLE WARRANTY PROVIDED BY 
STRATAGENE. NO OTHER WARRANTIES, EXPRESS OR IMPLIED, INCLUDING 
WARRANTIES OF MERCHANTABILITY OR FITNESS FOR A PARTICULAR PURPOSE, 
ARE PROVIDED WHATSOEVER. NO STRATAGENE AGENT OR EMPLOYEE MAY 
MODIFY, EXTEND OR ADD TO THE ABOVE LIMITED WARRANTY. 
 
In no event will Stratagene be liable for any direct, indirect, consequential or incidental damages, 
including lost profits, or for any claim by any third party, arising out of the use, the results of use or 
the inability to use this product.  
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MX3000P® AND MX3005P™ QPCR SYSTEMS  
COMPONENTS PROVIDED 
Components Quantity 

Mx3000P® or Mx3005P™ QPCR system 1 

Power cord 1 

Notebook or desktop computer with Windows® XP Professional (or equivalent) and  
Office XP Professional or Office Small Business Edition 2003 (or equivalent)a 

1 

USB adapter (part #22490-00) 1 

USB driver installation CD 1 

Mouse 1 

RS-232 serial null modem cable (part #22316-00) 1 

Perfect Fit frame (catalog #401421) 1 

Mx3000P®/Mx3005P™ 96-well non-skirted PCR plates (catalog #410088) 5 

Mx3000P®/Mx3005P™ optical strip caps (catalog #401425) 60 strips of 8 caps 

MxPro™ QPCR software installation CD 1 

Installation qualification test plate and plate setup instructions  1 

Setup and User’s Guide 1 

Installation wall chart 1 

Introduction to Quantitative PCR: Methods and Application Guide 1 

Warranty card 1 
a The MxPro™ software is compatible with Windows® 2000 and Windows® XP operating systems. 
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SETTING UP THE SYSTEM 

Locating the Instrument 
Select a location for the Mx3000P® or Mx3005P™ instrument according to 
the following guidelines: 

• Select a flat, level surface 

• Ensure that the workbench is capable of supporting at least 45 lbs 
(20.4 kg) 

• Allow 4 inches (10.2 cm) airflow on the front and rear of the instrument 

• Position the instrument to allow easy access to the instrument power 
entry module (containing the instrument power switch)  

• The instrument should be installed in a location where it will not be 
exposed to direct sunlight or vibration during use 

Environmental Conditions for Use 
• Maximum altitude: 2000 m (6562 ft) 

• Ambient temperature and relative humidity range for operation:  
18–35°C (65–95°F); up to 85% non-condensing humidity 

• Installation Category II 

• Pollution Degree 2 

• For Indoor Use Only 
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Unpacking the Instrument 

Note To ensure safety, Stratagene recommends that the lifting and 
unpacking of the system be performed by two people. 

 
1. Remove the instrument from the shipping container. Do not apply force 

to any part of the instrument directly; instead apply force to the plastic 
bag or foam supports surrounding the instrument.  

Important Retain the shipping container and all packaging 
materials. In the event that the instrument needs to be 
returned to Stratagene for service, the instrument must 
be shipped in the original container to maintain 
warranty protection. 

2. Remove the plastic bag and then the foam supports, placing the 
instrument in an appropriate location (see Locating the Instrument). 

3. Remove the tape securing the instrument door from the instrument 
front. 

4. Open the instrument door by pushing up on the door handle. Remove 
and retain the foam used to immobilize the scanning-head on the track.  

5. Move the scan arm to the left of the hot-top. 

6. To access the thermal block, unlatch the hot-top assembly by pulling 
forward on the handle and then rotating the hot-top up and away from 
the thermal block. Gently push down on the handle to lock the hot-top 
into the open position. To close the hot-top, gently pull up on the 
handle to release the hot-top. After rotating the hot-top back to the 
closed position, gently push the handle toward the back of the 
instrument to lock the hot-top in the closed position. 

7. Surrounding the 96-well thermal block is a plastic Perfect Fit frame. 
Remove and retain the Perfect Fit frame for later use. See the Sample 
Loading section for more information about the Perfect Fit frame. 

Note Par mesure de sécurité, Stratagene recommande d’être deux 
personnes pour soulever et pour déballer l’instrument.  
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Connecting the Instrument to the PC 

1. Verify that the power switch located at the rear of the instrument is 
toggled off (the segment of the switch marked with an O symbol is 
depressed). Attach the power cord to the power entry module, just 
below the power switch. Plug the instrument into any properly 
grounded outlet. The Mx3000P or Mx3005P system must be connected 
to a power supply with the following specifications: 100–120 volts AC, 
50/60 Hz, 10 A or 200–240 volts AC, 50/60 Hz, 5 A.  

Note The power supply connected to the instrument should not 
have any other equipment connected to it which could cause 
the power available to the instrument to fall below the 
requirements listed here. 

2. Connect either end of the provided serial cable (part #22316) to the  
RS-232 serial port at the rear of the instrument. Connect the free end of 
the cable to the provided serial-to-USB adapter (Stratagene part 
#22490), and then plug the adapter into the USB port on the back or 
side of the computer (see Figure 1). 

 

Figure 1 Appearance of the serial port, serial cable and USB adapter used to connect the instrument to the PC. 

3. Turn on the PC. 

4. Perform any computer setup tasks required by the PC manufacturer. 
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Configuring the PC and Installing the MxPro™ Software 

1. Insert the supplied USB driver CD into the CD-ROM drive. The 
software installation program will start automatically and guide you 
through the installation process. Complete the hardware setup steps, 
accepting all defaults. Click Finish at the end of the installation 
program and remove the USB driver CD from the CD drive. 

2. Click on the Windows® Start menu in the bottom left corner of the 
screen to expand the menu. Select Programs or All Programs. Select 
the Microsoft® Excel icon to open the Microsoft Excel software. If the 
Microsoft Excel icon is not visible, select Microsoft Office. 

3. An activation Wizard will guide you through the process of activating 
the Microsoft Office software. Among other items, the activation 
Wizard will request acceptance of the license agreement, entry of the 
product key (found on the back of the Microsoft Office installation CD 
sleeve), and activation of the software either through an encrypted 
transfer over the Internet or by telephone. Activation is required for 
exporting the Mx3000P/Mx3005P instrument qualification test data 
into a Microsoft Excel template, as described in Performing the 
Instrument Qualification Test Run. Following Microsoft Office 
activation, select the default choices presented by the Wizard. Close 
Microsoft Excel. 

Note The activation Wizard will not be displayed if the information 
has been previously entered. 

4. Turn on the Mx3000P or Mx3005P instrument, using the power switch 
located at the rear of the instrument, and wait for both front status 
indicator lights to turn on and stop blinking. 

5. Insert the supplied MxPro software CD into the CD-ROM drive. A 
window will open with a copy of the software license agreement. If you 
accept the terms of this agreement, click the Yes button to continue 
loading the software. The MxPro software installation program will 
start automatically, and an installation Wizard will guide you through 
the software setup process. 
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6. When prompted, select Instrument-Connected System and then click 
Next.  

 

7. When asked to continue in the following dialog box, click Yes. 
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  8. Select installation options by checking or unchecking the appropriate 
checkboxes and then click Next. 

Note Selecting Pathway and Microarray Software Information 
Desktop Shortcuts will provide shortcuts to on-line 
information about Iobian Informatics’ PathwayArchitect™ 
and ArrayAssist® software. PathwayArchitect enables 
scientists to build pathways and biological association 
network, while ArrayAssist enables scientists to easily 
analyze data from microarray experiments. 

 

  9. Complete the installation, selecting preferred options at each step. At 
the conclusion, accept Finish to restart the PC. 

10. Configure the PC Power Options. Click on the Windows Start menu in 
the bottom left corner of the screen and select Control Panel or 
Settings\Control Panel. Select Performance and Maintenance/ 
Power Options. Select the Always On Power Scheme and then click 
OK. 

11. Click on the MxPro desktop icon  to start the MxPro 
application. 

12. The software will automatically prompt you to begin the Instrument 
Qualification Test. See the following section for detailed instructions 
on setting up and running this test. 
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Performing the Instrument Qualification Test Run 
The Instrument Qualification Test verifies that the biological performance of 
an instrument experimental run is within factory specifications. Completing 
the run requires approximately 2.5 hours.  
 
The qualification test run uses a preconfigured plate setup and thermal 
profile setup. No additional software setup steps are required. A validation 
protocol Wizard will provide instructions in a series of dialog boxes before, 
during, and after the run. Since the Qualification Test is a fixed test, only the 
actions directed by the validation protocol Wizard can be completed.  
 
Do not attempt to modify the Qualification Test experiment or to 
analyze data during the Qualification Test run. 

Note Wear chemical-resistant powder-free gloves whenever handling 
the qualification plate or other sample plates. This will ensure that 
no finger oils or other debris are transferred to the optical tube 
seal. 

1. Prepare the installation qualification test plate just prior to starting the 
run. Thaw the plate contents at room temperature for 15–30 minutes, 
leaving the plate sealed in the foil wrapper while thawing.  

After thawing, remove the foil wrapper and then mix the contents of the 
wells by completing the following actions five times: 

• Invert the plate. Use a sharp, swift, downward motion to move the 
liquid to the seal on top of each well. Observe the liquid to verify 
that the liquid has moved from the bottoms to the tops of the tubes. 

• Re-invert the plate, and use the same motion to return the liquid to 
the bottom of each well, again verifying liquid movement before 
proceeding.  

After completing five mixing cycles, collect the liquid at the bottom of 
the wells. Brief centrifugation of the plate at 1000 rpm is highly 
recommended, in order to dislodge any bubbles and to collect the 
liquid.  

If a plate centrifuge is not available, shake the liquid down to the 
bottom of the tubes (using the same motion described above for 
mixing). Shake-down the plate until the majority of the liquid is at the 
bottom of the tubes and only minimal amounts of liquid are retained on 
the tube seal or sides. It is important to shake-down any noticeable 
liquid on the tube seal (e.g. visible semi-circles or crescent shapes when 
viewed from above). Small amounts of liquid spray retained on the tube 
sides should not affect test results. 
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Prior to loading the plate, verify that no bubbles are present at the 
bottoms of the tubes, beneath the liquid. While it is critical to remove 
any bubbles from the bottom of the tubes, small bubbles near the liquid 
meniscus should not affect the test results. 

Important Bubbles trapped at the bottom of the tubes will interfere 
with fluorescence readings, invalidating the test. 

2. The first time that the MxPro software is opened using an instrument-
connected computer, the Instrumentation Qualification Test-Start 
dialog box will appear. (This dialog box may also be opened by 
selecting Qualification Test from the Instrument menu.) After the 
plate is prepared, click Next.  

 

3. The Instrumentation Qualification Test-Start Run dialog box will 
appear, providing an opportunity to enter any comments for the 
qualification test. 

 

4. Verify that the Perfect Fit frame shipped with the instrument has been 
removed from the thermal block area. (See the Sample Loading section 
for more information.) Load the plate in the thermal block, verifying 
the correct orientation (well A1 in the top, left corner), and then close 
and latch the hot-top to secure the plate. Close the instrument door, and 
then click Start Run. 



 
 

10 Mx3000P® and Mx3005P™ QPCR Systems Setup and User’s Guide 

5. If the Pre-Run Lamp Warm-Up dialog box appears, select Run Now. 
The system will begin the Instrument Qualification Test run. 

 

Important Do not open the instrument door during the run. When 
an experiment is running, the upper LED on the 
instrument front is in blinking mode. Opening the door 
while the instrument is running will abort the run.  

 If the run is accidentally aborted by opening the 
instrument door, the following error message will 
appear: “Do you want to abort or continue the run?” 
Close the instrument door and then select “Continue the 
run.” 

 

 

Important Ne pas ouvrir la porte de l’instrument lors d’une 
expérience. Le clignotement de l’indicateur lumineux 
situé sur le devant de l’instrument indique qu’une 
expérience est en cours. L’ouverture de la porte lors du 
fonctionnement de l’instrument entraîne l’arrêt de 
l’expérience. 

 Si une expérience est accidentellement arrêtée par 
l’ouverture de la porte, le message d’erreur suivant 
apparaît: “Do you want to abort or continue the run?” 
(“Voulez-vous arrêter ou continuer l’expérience?”). 
Refermer la porte de l’instrument et choisir “Continue 
the run”  (“Continuer l’expérience”). 
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6. When the run is complete, the Instrument Qualification Test-Run 
Complete dialog box will appear. Select Analyze.   

 

The software will open the Microsoft Excel software Instrument 
Qualification Validation template and will automatically export the 
Text Report data from the Instrument Qualification Test run into the 
Microsoft Excel software template, which has been preconfigured for 
data analysis.  

Notes If a Server Busy error dialog box appears, click Retry until 
the data export succeeds. 

 If any Norton anti-virus dialog boxes appear, select Notify 
Again in 1 Day, if this option is available, and close the 
dialog box. 

7. The Microsoft Excel software Validation template will open to the 
FAM analysis tab. First, verify that the Data Count cell reports the 
result Good, ensuring that all of the data has been correctly imported 
into Microsoft Excel. Next, verify that the Result cell reports a Pass 
result. A Pass result indicates that the instrument is working properly. 
In this case, it is not necessary to E-mail the data to Stratagene 
Technical Services. 

If the test reports a Check result, it is important to call Stratagene 
Technical Services and send the three data files, including Customer 
Information.txt, into Stratagene Technical Services by E-mail for 
troubleshooting guidance (see step 9). 
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  8. After checking the results displayed on the Microsoft Excel software 
Validation template, go back into the MxPro software.  

  9. For a test report Check result only, the Instrument Qualification Test- 
E-mail Experiment dialog box will appear and present the option to 
automatically E-mail the data or save the data to a disk to later E-mail 
the data to Stratagene Technical Services (QPCR@stratagene.com). 
Include a contact name, the name of your institution and the instrument 
serial number when sending the data to Technical Services.  
(See Mx3000P® and Mx3005P™ QPCR Systems Support for additional 
contact information.) 

10. The Instrument Qualification Test-Complete dialog box appears, 
indicating that the Instrument Qualification test is complete.  
Click Finish to conclude the test. 
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HARDWARE INFORMATION AND SPECIFICATIONS 

Hardware Specifications 
Feature Specification 

Excitation source Quartz-tungsten halogen lamp 

Detector Photomultiplier tube (PMT) 

Filters Excitation and emission filter wheels with four (Mx3000P® system) or five 
(Mx3005P™ system) customer-selected filter sets  

Thermal system Peltier-based, 96-well block thermal cycling system 

Thermal system temperature range 25–99°C 

Operating environment 18–35°C (65–95°F); up to 85% non-condensing humidity 

Weight 45 lbs (20.4 kg) 

Dimensions 14" W × 20" D × 18" H (33 cm × 46 cm × 43 cm) 

Multiplexing capabilities Mx3000P® system: 4 dyes per well 

Mx3005P™ system: 5 dyes per well 

Sample container configurations  200-μl tube format, configured as 96-well plates, strip tubes, or single tubes 

100–120 volts AC (+/–10%), 50/60 Hz, 10 A Electrical power (input) 

200–240 volts AC (+/–10%), 50/60 Hz, 5 A 

Notebook computer or desktop 
computer (minimum requirements) 

Intel® Celeron® 1.7 GHz, Celeron® M 1.2 GHz, Pentium® 4 1.7 GHz or 
Pentium® M 1.3 GHz, 256MB RAM, 20GB hard drive, CD-RW drive,  
14.1-inch XGA or 15-inch flat panel LCD monitor, internal network card, 
Windows® XP Professional and Office XP Professional or Office 2003 SBE 

 

Cautions and Warnings/Précautions et Avertissements 

Safety Symbols/Symboles de Sécurité 

 
On/Off power supply indicator 
Indicateur d’alimentation (marche/arrêt) 

 

Caution 
Attention 

 

Caution, hot surfaces 
Attention, Surface très chaude 
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Other Warnings 
Use caution when loading or unloading samples from the thermal block; the 
thermal block can be hot. 
 
Never touch the glass areas of the lamp; these surfaces can be hot. If oils 
from the skin are transferred to the quartz surface of the bulb, it can also 
result in premature bulb failure. Always handle the bulb assembly by the 
base. 
 
Use of the equipment in a manner not specified by the manufacturer may 
impair the protection provided by the equipment. 

Important Do not open the instrument door during a run. When an 
experiment is running on the instrument the upper LED on the 
instrument front is in blinking mode. Opening the door while 
the instrument is running will interrupt the run. A warning 
dialog box will appear on screen if the door has been opened 
and the run has been interrupted. 

 

Autres Avertissements 
Soyez prudents lorsque vous chargez et déchargez les échantillons du bloc 
thermique, car ce dernier pourrait être très chaud.  
 
Ne jamais toucher la surfaces en verre des filtres ou de la lampe, car elles 
pourraient être très chaudes. 
 
Toute utilisation de cet instrument qui n’est pas explicitement prévue par le 
fabricant peu endommager le dispositif de protection de l’instrument. 

Important Ne pas ouvrir la porte de l’instrument lors d’une expérience. 
Le clignotement de l’indicateur lumineux situé sur le devant de 
l’instrument indique que l’expérience est en cours. L’ouverture 
de la porte lors du fonctionnement de l’instrument entraîne 
l’arrêt de l’expérience. Suite à l’ouverture de la porte, une 
fenêtre de dialogue apparaît sur l’écran et l’expérience est 
intérrompue. 
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Instrument Status Indicator LED’s 
The status indicators on the front of the Mx3000P or Mx3005P instrument 
consist of two LED's.  
 
The lower LED is a power status indicator. When this LED is lit, the 
instrument is plugged in and powered on. 
 
The upper LED is a Ready status indicator for the instrument and has three 
separate modes, as described in the table below. 
 

Appearance of Ready Status 
Indicator LED 

Instrument Status 

Continuously lit The instrument control software is operational and the unit is ready to run an 
experiment. 

Blinking The unit is not currently available to run an experiment since an experiment is 
already in process. 

Off The unit is not currently available to run an experiment. Either the power is off, 
the instrument control software is not operational, or the instrument is still 
initializing after being powered up. 

SAMPLE LOADING 

Consumables 
The thermal block of the Mx3000P/Mx3005P system is designed to 
accommodate a variety of 96-well PCR plates, 200-μl PCR strip tubes, or 
individual 200-μl PCR tubes that have separate, optically clear caps. For 
best results, use the following consumables supplied directly from 
Stratagene:  
 
96-well PCR plates, 0.2-ml, non-skirted, Catalog #410088 
8× strip tubes, 0.2-ml, Catalog #401428 
8×optical strip caps, Catalog #401425 
Single PCR reaction tubes (without caps), 0.2-ml, Catalog #410023 

Important When using individual tubes or strip tubes as sample 
containers, insert the Perfect Fit frame (shown below) on the 
thermal block platform before loading the samples. See 
Perfect Fit Frame Installation for more information. 

 Use of tubes that are not designed for the Mx3000P and 
Mx3005P instruments can result in poor experimental results 
or damage to the instrument. The consumables sold by 
Stratagene for use in the Mx4000® instrument are not 
compatible for use in the Mx3000P or Mx3005P systems, and 
can result in difficulty closing the heated lid and damage to 
the heated lid. 
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Thermal Block Hardware 
Use care when loading and unloading the samples; the thermal block can be 
hot.  
 
Prior to loading samples, verify that the status LED (upper LED on the 
instrument front) is solidly lit (glowing green), indicating that the instrument 
is Ready for use. If the LED is not illuminated, the instrument is not 
powered on or may still be initializing. If the LED is blinking, the 
instrument is warming up or a run is in progress and the door should not be 
opened. 
 
Open the door located at the front of the instrument by sliding it all the way 
to the top.  
 
Open the hot-top assembly to expose the thermal block by pulling forward 
on the hot-top handle and then lifting the hot-top up and away from the 
thermal block (see Figure 2).  

Note The hot-top assembly houses a 96-hole grid (used by the 
instrument for light path entry) which may be mistaken for a 
thermal block. Ensure that the hot-top is raised, exposing the 
thermal block, prior to loading samples. 

Figure 2 The thermal block/hot top assembly, shown in the closed (left) and opened 
(right) positions. 

 

Use of the Perfect Fit Frame with Single Tubes and Strip Tubes 
 
Prior to performing a run using individual tube or strip tube sample 
containers, install the Perfect Fit frame on the thermal block platform. The 
Perfect Fit frame optimizes the contact between the sample tubes and the 
hot-top. One Perfect Fit frame is supplied with the Mx3000P/Mx3005P 
System, and additional frames are available separately from Stratagene 
(Catalog #401421). 
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See Figure 3 for an illustration of the Perfect Fit frame and Figure 4 for the 
appearance of frame when installed correctly on the thermal block. 
 

Figure 3 The Perfect Fit frame, shown in the proper orientation for installation. 
 

To install the Perfect Fit frame, position the frame around the border of the 
thermal block. When properly installed, each of the six notches on the 
bottom of the frame will be positioned in the spaces between wells on the 
perimeter of the thermal block surface. The Perfect Fit frame should be 
seated on the thermal block platform with limited freedom of movement. 
There are no audible sounds associated with the installation. (The frame 
does not “click” into place.)  
 

 

Figure 4 Appearance of the Perfect Fit frame when installed correctly on the  
thermal block. 
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Application of Caps 
Wear powder-free gloves while applying caps to the sample containers. 
Caps should be placed on the samples before the samples are loaded into the 
instrument. For best results, apply the caps while the samples are firmly 
seated in a 96-well working rack (Stratagene Catalog #410094). Apply 
direct downward force to each cap, and then view the rack from the side to 
make sure all the caps are seated evenly. Alternatively, caps can be applied 
using a Storage Mat Applicator (Corning Catalog #3081). Just before 
loading the samples into the thermal block, centrifuge the samples briefly to 
collect any liquid that may be on the tube walls or cap. 
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MAINTAINING THE INSTRUMENT 

Replacement Parts 
Use only Stratagene-supplied replacement parts (excluding fuses) in the 
maintenance of the Mx3000P and Mx3005P systems. Use of non-
Stratagene-supplied parts may void warranty. 
 
Replacement lamp assemblies are available from Stratagene (Catalog 
#401411). The lamp is the only customer-serviceable part of the system. The 
system should be returned to Stratagene for all other services and repairs. 

Changing the Lamp 
The lamp of the Mx3000P and Mx3005P systems has an average life 
expectancy of 2000 hours. 

Important Never touch the glass portion of the quartz-tungsten halogen 
lamp! 

 Before changing the lamp, be sure to power off the instrument. 

Warning The lamp and nearby surfaces may be hot! 

 

 
The lamp is located in the excitation housing, on the left-hand side of the 
instrument. Before changing the lamp, be sure to turn off the instrument. 
The lamp is replaced, along with the lamp housing, as follows: 

1. Remove the two screws securing the excitation housing cover panel 
and remove the panel. This panel is located on the left side of the 
instrument. 

2. Disconnect the wire connector for the lamp housing. This is located 
near the bottom of the module towards the front of the instrument. 

3. Loosen the thumbscrew that holds the lamp housing in the excitation 
module. 

4. Remove the old lamp housing and lamp. 

Important Ne jamais toucher la surface en verre de la lampe quartz-
tungstène-halogène! 

 Avant de changer la lampe, assurez-vous d’avoir d’avoir éteint 
l’instrument. 

Avertissement La lampe et les surfaces adjacentes peuvent être très 
chaudes! 
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5. Insert the new lamp housing and lamp. A keyway on the lamp housing 
allows the housing to be placed in its holder in only one orientation. 
Push the housing in as far as it will go. 

6. Tighten the thumbscrew. 

7. Connect the wire connector. 

8. Replace the cover panel and the two cover screws.  

9. After the lamp has been changed, reset the MxPro software lamp timer 
to 0. To do this, open the Lamp Reset and Utilities dialog box (from 
the software Instrument menu) and click the Reset button. The Total 
time will be set to 0 and the current date will be entered in the Last 
date reset field.  

Replacing the Fuse 
The Mx3000P and Mx3005P instruments use a single slow-acting fuse. The 
fuse housing is located adjacent to the power cord inlet in the power entry 
module.  
 
To replace the fuse, disconnect the instrument from the power source, open 
the fuse housing cover and remove the fuse holder from the power entry 
module. Replace the fuse with the appropriate fuse type from the table 
below and then replace the fuse holder.  

Warning High voltage present. Turn off the power switch and remove 
the power cord from the power entry module prior to 
replacing the fuse.  

 
 

Instrument Type (Voltage) Replacement Fuse 

110–120 V T 10 A, 250 V 

200–240 V T 5 A, 250 V 

Cleaning the Instrument 
Clean the exterior housing of the Mx3000P and Mx3005P systems using 
only mild soap and warm water on a soft cloth. Do not use alcohol or 
solvent-based cleaners. The wells of the thermal block should be cleaned 
with cotton swabs and isopropyl alcohol. Ensure that the block is at room 
temperature before cleaning.  

Avertissement Présence de haut voltage. Éteigner l’instrument et 
débrancher le cordon d’alimentation de la prise du bloc 
d’alimentation avant de remplacer le fusible.  



Mx3000P® and Mx3005P™ QPCR Systems Setup and User’s Guide 21 

TROUBLESHOOTING 
Observation Suggestion 

When first connecting or reconnecting the 
PC to the instrument, “Communication 
Error” appears in software 

Verify that the RS-232 cable between the PC and Mx3000P or Mx3005P 
instrument is securely connected to the serial-to-USB adapter cable, and 
that the adapter cable is securely connected to the USB port on the PC. 
Verify that the USB drive on the CD provided with the system has been 
loaded on the computer. If the “Communication Error” persists, connect 
the cable to the other USB port on the PC. 

Instrument has not finished warming up, wait for both front panel LED’s to 
become steady lights and for the instrument communication icon in the 
bottom right corner of the screen to turn from red to green. 

Verify that the RS-232 cable between the PC and Mx3000P or Mx3005P 
instrument is attached. 

“Communication Error” appears in software 

Verify that the instrument is powered on. 

Lamp On or other instrument-related 
software commands are not available  

Make sure the software version running is not a Standalone version.  
If using software installed for analysis only or if multiple copies of the 
software are open, Standalone will appear in the upper left corner of the 
MxPro software title bar.  

When communication between the PC and the instrument is established, 
the communication icon in the lower right corner is green. 

Software locks up or shuts down during a 
run 

Turn off the sleep mode for the monitor and disable the screen saver. This 
can be accessed in the Microsoft Windows software Control Panel. Also 
verify that the Windows Power Scheme is set to Always On. 

Verify that the instrument is plugged into the power source or surge 
protector and that power is getting to the instrument. 

Lower LED power indicator light never 
comes on 

Check fuse on back panel near the power cord. If fuse is burned out, 
replace the fuse. See Replacing the Fuse for more information. 

After switching on the instrument, the upper 
LED status indicator light does not indicate 
Ready status (continuously lit) 

During instrument power-up, the upper LED should remain off for 
2-3 minutes while the instrument warms up. If the LED does not light 
continuously after the warms up period is completed, reboot the instrument 
(power off the instrument, wait 30 seconds, and then switch the instrument 
power on). If this does not address the problem, contact Stratagene 
Technical Services.  

Very low amplification signal May indicate that the lamp is starting to fail. Check lamp, and replace if 
necessary. See Changing the Lamp. 

Sudden amplification signal loss or 
downward drift during run 

Check lamp, replace if necessary. See Changing the Lamp. 
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Observation Suggestion 

Check lamp, replace if necessary. See Changing the Lamp. 
Verify that the fluorescence signal is below the recommended maximum of 
35000. If necessary, adjust the Filter Gain Settings to bring the signal 
into the recommended range. 

If ROX is being used as a reference dye, the ROX concentration used 
should have a final concentration of approximately 30 nM. If SYBR® Green 
I is used as the reporter, ensure that the dye is diluted appropriately before 
addition to the reaction mix. 

Signal fluctuates during run 

Verify that the instrument is not subjected to vibrations from an external 
source during the run, such as from another instrument on the same 
bench. Also verify that the line power provided to the instrument is within 
the required specifications of 100–120 volts AC (+/–10%), 50/60 Hz,  
10 A for a 110V system or 200–240 volts AC (+/–10%), 50/60 Hz, 5 A 
for a 230V system. If consistent power cannot be maintained by the local 
power supply, it may be necessary to use a Line Conditioner. An example 
Line Conditioner that is known to work well is the POWERVAR ABC700-
11MED. 

Check the sample container for contaminating material. 

Check optical clarity of sample container cap. 

Consistently unexpected results in one 
sample 

Clean the thermal block. 

Decreased volume in sample containers at 
end of run 

Sample containers are not vapor tight. Ensure caps are tightly sealed and 
containers are not malformed. 

Software font difficult to read/Poor 
resolution of text 

Microsoft Windows display settings are incorrect. Required minimum 
settings are 16 bit high color and 1024 x 768 resolution. 

Chart printing is low quality Check the status of the High resolution chart printing option on the 
Print Page Setup dialog box. Chart printing using most printers will be 
enhanced by selecting the High resolution chart printing option. 
 Limitations of certain printer drivers cause incompatibilities with this 
setting; try deselecting the High resolution chart printing checkbox.  

Difficulty in manually setting baseline When running samples with a broad dynamic range, use the Adaptive 
baseline algorithm. Consult the MxPro software Help for more 
information.  

Increased signal noise for run Use the Moving Average algorithm. Consult the MxPro software Help 
for more information.  
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Observation Suggestion 

Ct value reported for NTC (no-template 
control) sample is less than the total 
number of cycles but the amplification plot 
curve is horizontal 

Examine variation in fluorescence intensity during the run. Review 
amplification plot and adjust the threshold accordingly. 

The probe or beacon is not binding the target efficiently. Lower annealing 
temperature and verify melting temperature. 

Target PCR product is too long, redesign primers to yield a PCR product 
<150 bp in length for probe-based detection, or <400 bp for SYBR 
Green I detection. 

Magnesium concentration is too low; run a titration to optimize 
concentration. 

Low increase in fluorescence with cycling 

Insufficient or non-specific product, verify product formation through gel 
electrophoresis. Re-optimize reaction conditions as necessary. 

Increase in fluorescence in control reactions 
without template 

The reaction has been contaminated. In SYBR Green reactions, this could 
also indicate primer dimmer formation. 
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SOFTWARE LICENSE AND NOTICES 

MxPro™ QPCR Software License Agreement 
Important - Read Carefully Before Opening, Installing or Using Software Package(s) 
By opening this package and installing or using the media, printed materials, and "online" or electronic 
documents in or identified in the package, you are accepting and agreeing that your rights to the software 
code on the media (“Software”) and the content of the printed material and “on-line” documents 
(“Materials”) are subject to the terms of this License Agreement.  If you are not willing to be bound by 
the terms of this License Agreement, you should promptly return the package and all of its contents.  This 
License Agreement represents the entire agreement concerning the Software and Materials between you 
and Stratagene, a California corporation (referred to as "Licensor"), and it supersedes any prior proposal, 
representation, or understanding between the parties. 
 
License Grant:  Licensor hereby grants to you a nonexclusive license to use the Software in object code 
form on the Mx3000P/Mx3005P analysis computer and one additional computer or central processing 
unit (CPU) that is owned, leased, or otherwise controlled by you at a single site, for Mx3000P/Mx3005P 
generated data analysis purposes.  The Software is in use on a computer or CPU when it is loaded into 
temporary memory (e.g., RAM) or installed into permanent memory (e.g., hard disk or other storage 
device) in or associated with the computer or CPU.  Neither concurrent use on more than two (2) 
computers and CPU’s nor use in a local area network or other network is permitted without separate 
authorization through additional MxPro software license agreements.  
 
Licensor also grants to you a nonexclusive license to use the Materials solely in conjunction with your use 
of Software as licensed in this Agreement.   
 
Modifications:  You may modify or change the Software only for your internal use.  You may not 
transfer or deliver to another party any of your modifications or changes.  Your modifications and 
changes will not appear in any subsequent revision of the Software delivered by Licensor to you. 
 
Other Limitations:  Except as required to install and use the Software, you agree that you will not 
copy, rent, lease, or otherwise distribute the Software or any Materials. You may make one (1) archival 
copy of the Software and Materials provided that you affix to the copy all copyright, confidentiality, and 
proprietary notices that appear on the original and provided such archival copy is retained solely for 
record keeping purposes and is not otherwise used.  
 
Transfer Rights:  You may permanently transfer all of your rights under this License Agreement to a 
single third party provided (a) you retain no copies of the Software and Materials (except for the archival 
copy), (b) you transfer all of the Software and Materials (including this License Agreement and any 
upgrades) to the single third party, (c) the single third party agrees in writing to be bound by the terms of 
this License Agreement, and (d) you give Licensor advance written notice of the transfer and you provide 
to Licensor the original of the agreement by such third party to be bound to the terms of this License 
Agreement. 
 
EXCEPT AS EXPRESSLY AUTHORIZED ABOVE, YOU SHALL NOT: COPY, IN WHOLE OR IN 
PART, SOFTWARE OR MATERIALS; MODIFY THE SOFTWARE; REVERSE COMPILE OR 
REVERSE ASSEMBLE ALL OR ANY PORTION OF THE SOFTWARE; OR RENT, LEASE, 
DISTRIBUTE, SELL, OR CREATE DERIVATIVE WORKS OF THE SOFTWARE OR MATERIALS. 
 
You agree that the Software and aspects of the Materials, including the specific design and structure of 
individual programs, constitute trade secrets and/or copyrighted material of Licensor.  Except as 
specifically authorized in conjunction with transferring rights, you shall not disclose, provide, or 
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otherwise make available such trade secrets or copyrighted material in any form to any third party without 
the prior written consent of Licensor.  You shall implement reasonable security measures to protect such 
trade secrets and copyrighted material.  Title to the Software and Materials and associated intellectual 
property rights shall remain solely with Licensor.  
 
Licensor delivers the software "as is" with all faults.  All express or implied conditions, representations, 
and warranties including, without limitation, any implied warranty of merchantability, fitness for a 
particular purpose, or noninfringement, or any implied warranty, right or obligation arising from a course 
of dealing, usage, or trade practice, are hereby excluded and expressly disclaimed to the extent allowed by 
applicable law.   
 
IN NO EVENT WILL LICENSOR BE LIABLE FOR ANY LOST REVENUE, PROFIT, OR DATA, OR 
FOR SPECIAL, INDIRECT, CONSEQUENTIAL, INCIDENTAL, OR PUNITIVE DAMAGES 
HOWEVER CAUSED AND REGARDLESS OF THE THEORY OF LIABILITY ARISING OUT OF 
THE USE OF OR INABILITY TO USE THE SOFTWARE EVEN IF LICENSOR HAS BEEN 
ADVISED OF THE POSSIBILITY OF SUCH DAMAGES.  SOME STATES DO NOT ALLOW 
LIMITATION OR EXCLUSION OF LIABILITY FOR CONSEQUENTIAL OR INCIDENTAL 
DAMAGES. 
 
Limitation of Liability.  In no event shall Licensor's liability to you, whether in contract, tort (including 
negligence), or otherwise, exceed $250.00. 
 
This License Agreement is effective until terminated.  You may terminate this License Agreement at any 
time by destroying all copies of Software and Materials.  Additionally, Licensor may terminate this 
License Agreement immediately upon notice to you.  This License Agreement will terminate immediately 
without notice from Licensor if you fail to comply with any provision of this License Agreement.  Upon 
termination, you must destroy all copies of Software. 
 
The Software and Materials, including technical data, is subject to U.S. export control laws, including the 
U.S. Export Administration Act and its associated regulations, and may be subject to export or import 
regulations in other countries.  You shall comply strictly with all such regulations, and you hereby 
acknowledge that you have the responsibility to obtain licenses to export, re-export, or import the 
Software, Materials or any part thereof.  This paragraph is not intended to grant any rights inconsistent or 
greater than granted elsewhere in this License Agreement. 
 

U.S. Government Restricted Rights 
The Software and Materials are provided with RESTRICTED RIGHTS.  Use, duplication, or disclosure 
by the Government is subject to restrictions as set forth in subparagraph (c)(1)(ii) of the Rights in 
Technical Data and Computer Software clause at DFARS 252.227-7013 or subparagraphs (c)(1) and (2) 
of the Commercial Computer Software - Restricted Rights at 48 CFR 52.227-19, as applicable.  
Manufacturer is Stratagene, 11011 North Torrey Pines Road, La Jolla, California 92037. 
 
This License Agreement shall be construed and governed in accordance with the laws of the State of 
California, without regard to its principles of conflicts of law. 
 

Upgrades 
If the Software is labeled as an upgrade you may use or transfer the Software only in conjunction with the 
prior version(s) of the Software and you may not separate the Software for use except as expressly 
provided herein. 
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Dual Media Software 
You may receive the Software in more than one medium. Regardless of the type or size of medium you 
receive, you may use only the medium appropriate for your single computer. You may not use or install 
the other medium on another computer. You may not loan, rent, lease, or otherwise transfer the other 
medium to another user except as part of the permanent transfer (as provided above) of the Software. 
 

Trademarks 
ArrayAssist®, Mx3000P® and Mx4000® are registered trademarks of Stratagene in the United States. 
Mx3005P, MxPro, and PathwayArchitect are trademarks of Stratagene. 
Celeron®, Intel® and Pentium® and registered trademarks of Intel Corporation. 
Microsoft® and Windows® are registered trademarks of Microsoft Corporation. 
SYBR® is a registered trademark of Molecular Probes, Inc. 



Mx3000P® and Mx3005P™ QPCR Systems Setup and User’s Guide 27 

MX3000P® AND MX3005P™ QPCR SYSTEMS SUPPORT 
Email: tech_services@stratagene.com 

QPCR@stratagene.com 

World Wide Web: www.stratagene.com 
 

United States and Canada 
Stratagene 
11011 North Torrey Pines Road 
La Jolla, CA 92037 
USA 
Telephone: (858) 373-6300 
Order Toll Free: (800) 424-5444 
Technical Services: (800) 894-1304 

Europe 
Location Telephone Fax Technical Services 

Austria 0800 292 499 0800 292 496 0800 292 498 

00800 7000 7000 00800 7001 7001 00800 7400 7400 Belgium 

0800 15775 0800 15740 0800 15720 

00800 7000 7000 00800 7001 7001 00800 7400 7400 France 

0800 919 288 0800 919 287 0800 919 289 

00800 7000 7000 00800 7001 7001 00800 7400 7400 Germany 

0800 182 8232 0800 182 8231 0800 182 8234 

00800 7000 7000 00800 7001 7001 00800 7400 7400 Netherlands 

0800 023 0446 +31 (0)20 312 5700 0800 023 0448 

00800 7000 7000 00800 7001 7001 00800 7400 7400 Switzerland 

0800 563 080 0800 563 082 0800 563 081 

00800 7000 7000 00800 7001 7001 00800 7400 7400 United Kingdom 

0800 917 3282 0800 917 3283 0800 917 3281 

Japan Technical Services  
Telephone: 3-5821-8076 
Email: jtech@stratagene.com 

All Other Countries 
Please contact your local distributor. A complete list of distributors is available at 
www.stratagene.com. 

 



11011 North Torrey Pines Road
La Jolla, CA 92037 USA

P/N 70206 B

Stratagene US and Canada

Order: 800-424-5444 x3
Technical Service: 800-894-1304 x2

Stratagene Europe

Order: 00800-7000-7000
Technical Service: 00800-7400-7400

Stratagene Japan K.K.

Order: 3-5821-8077
Technical Service: 3-5821-8076

Distributors>
For a list of worldwide distributors, 
please visit our website.

www.stratagene.com
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